Methods for Addressing Technology-induced Errors: The Current State


1 School of Health Information Science, University of Victoria, Victoria, British Columbia, Canada
2 Division of Emergency Medicine, Division of Biomedical Informatics, Cincinnati Children’s Hospital Medical Center, Cincinnati, Ohio, United States of America
3 Duoc UC, Santiago, Chile
4 School of Biomedical Informatics, University of Texas Health Science Center at Houston, Houston, Texas, United States of America
5 Center of IT, Medical Tech. and Telephony, Capital Region of Denmark, Denmark
6 Department of Computer Science, Aalto University, Espoo, Finland
7 Division of Emergency Medicine, Cincinnati Children’s Hospital Medical Center, Cincinnati, Ohio, United States of America
8 Division of Biomedical Informatics, Department of Information Services, Division of Hospital Medicine, Cincinnati, Ohio, USA
9 James M. Anderson Center for Health Systems Excellence, Cincinnati Children’s Hospital Medical Center, Cincinnati, Ohio, USA
10 Telfer School of Management, University of Ottawa, Ottawa, Ontario, Canada
11 INSERM CIC-IT 1403 / Evalab, Lille, Univ Lille Nord de France, CHU Lille, Lille, France
12 Department for Medical Informatics, Carl von Ossietzky University, Oldenburg, Germany
13 University of Eastern Finland, Department of Health and Social Management, Kuopio, Finland
14 Department of Medical Informatics, SUNY Downstate Medical Center, Brooklyn, New York, USA
15 Department of Computer Science, University of Victoria, Victoria, British Columbia, Canada
16 Graduate School of Health Care Sciences, Jikei Institute, Osaka, Japan

Summary

Objectives: The objectives of this paper are to review and discuss the methods that are being used internationally to report on, mitigate, and eliminate technology-induced errors.

Methods: The IMIA Working Group for Health Informatics for Patient Safety worked together to review and synthesize some of the main methods and approaches associated with technology-induced error reporting, reduction, and mitigation. The work involved a review of the evidence-based literature as well as guideline publications specific to health informatics.

Results: The paper presents a rich overview of current approaches, issues, and methods associated with: (1) safe HIT design, (2) safe HIT implementation, (3) reporting on technology-induced errors, (4) technology-induced error analysis, and (5) health information technology (HIT) risk management. The work is based on research from around the world.

Conclusions: Internationally, researchers have been developing methods that can be used to identify, report on, mitigate, and eliminate technology-induced errors. Although there remain issues and challenges associated with the methodologies, they have been shown to improve the quality and safety of HIT. Since the first publications documenting technology-induced errors in healthcare in 2005, we have seen in a short 10 years researchers develop ways of identifying and addressing these types of errors. We have also seen organizations begin to use these approaches. Knowledge has been translated into practice in a short ten years whereas the norm for other research areas is of 20 years.

Keywords

Technology-induced error, health information technology, patient safety, risk management, safety

Introduction

With the modernization of health care and the introduction of health information technology (HIT) into the global market, we have seen a reduction in the number of medical errors. Technologies such as electronic health records (EHRs) and decision support systems (DSSs) have improved health care safety [1]. However, we have also seen the introduction of a new type of error: the technology-induced error. Technology-induced errors are a type of unintended consequence that arise from the introduction of new HIT [2]. Unintended consequences can be positive or negative for citizens, patients and/or health professionals [3, 4]. However, technology-induced errors are a type of unintended consequence that may
lead to citizen or patient harm, disability or death [2, 5-8]. Due to the potential of technology-induced errors to do harm, they must be reduced [2, 5-8]. There is a growing body of research and supporting evidence pointing to a number of methods that can be used to address technology-induced errors. More specifically, in this paper we discuss the methods that are currently being used by researchers from around the world to identify, mitigate, and eliminate technology-induced errors. We discuss: (1) safe HIT design, (2) safe HIT implementation, (3) reporting on technology-induced errors, (4) technology-induced error analysis, and (5) HIT risk management. Our work seeks to review the current state of the research aimed at improving HIT quality and safety. Through a cyclic process (see Figure 1) informed by quality improvement literature, it is argued that we can reduce technology-induced errors over time.

It is from this perspective that the Health Informatics for Patient Safety Working Group has reviewed some of the current methods and approaches addressing technology-induced errors in the literature. This work is essential as it lays the foundation for addressing this rapidly growing HIT safety issue.

Background

Historically, technology-induced errors have been defined as errors that “arise from the: a) design and development of a technology, b) implementation and customization of a technology, c) interactions between the operation of a technology and the new work processes that arise from a technology’s use” [5, p. 388], d) its maintenance, and e) the interfacing of two or more technologies [9] used to provide or support health care activities. Technology-induced errors are often not detected until a system has been implemented or is in use and are often not caught by conventional software testing methods (as they are often not technically software bugs, but rather emerge from the features and functions of HIT design that lead to errors once a system is used in a complex real-world setting). There are many examples of technology-induced errors. For example, a user’s inability to locate patient allergy information in the user interface of an electronic health record (due to poor user interface navigation and screen design) can lead to a patient receiving a medication (s)he is allergic to [5]. In addition, some systems may auto-populate fields of an electronic record or other HIT tool with default values that may not be relevant for a given patient, leading to errors [2]. Other examples of technology errors that have been reported are related to electronic decision support systems, in particular medication alerts, which are prevalent throughout almost every implementation of computerized provider order entry (CPOE). Medication alerts are primarily drug-allergy, drug-drug interaction, or drug dosage based. Medication alerts are designed to help improve prescribing practices and patient care. They offer an important safeguard and a safety check to ensure correctly-written orders. In pediatric dosing, they are frequently correct. At one pediatric institution, approximately 8% of medication orders generated an alert; unfortunately, more than 90% of the visible alerts were ignored [10]. These extraneous alerts can contribute to alert fatigue and ignored medication alerts. However, due to the implementation of medication alert rules, technology-induced errors may become more prevalent as relevant alerts can be ignored alongside erroneous ones. These errors and the potential harm of an inappropriate order reaching the patient should be studied in more detail as they constitute a type of technology-induced error [11].

Technology-induced errors occur in acute, community, public health, and long term care settings [2-9, 12]. They also occur when citizens use HIT such as mobile eHealth applications in conjunction with peripheral devices (e.g., a blood pressure cuff or oximeters attached to a mobile application) and wearable devices that are used by citizens to track health habits as well as support health-related decision making [2, 13]. Technology-induced errors can have their origins in governmental policy decisions, health care organizational processes on which HIT is modelled, vendor software design, development and implementation processes, healthcare organizations who implement HIT, and any individual using the technology [5, 14-21]. They can also grow over time even after a system is implemented as documented by incident reporting systems [15, 22-29]. We begin our paper by discussing current methods and approaches from the published research investigating safe HIT design.
1 Safe HIT Design

There are several approaches to safe design that have been identified in the health care literature as having the potential to improve the safety of software; for example, user-centered, participatory and composable design approaches. Along these lines, we try to demonstrate the rise of these evidence-based approaches to design. Design guidelines based on the published empirical literature as well as safety heuristics are beginning to influence software design and procurements. We are also seeing that evidence from incident reports and usability tests are being used to improve HIT safety.

1.1 User-Centred Design and Usability Engineering

The source of many technology-induced errors can be related to poor system design and limited testing of HIT during design and development [30]. User-centred design is an approach to the design of information systems characterized as follows: (1) an early and continual focus on end users, (2) the empirical evaluation of systems, and (3) application of iterative design processes. As part of user-centred design, usability testing of systems has become a key method for carrying out empirical evaluation of designs from the end user’s perspective. Results from iterative and continued usability testing of early system designs, prototypes, and near completed systems can reveal a range of usability problems and areas where systems can be optimized and improved during the design process and before finalization of the system [30]. In addition, work has indicated that usability testing during the design process can help to identify and characterize technology-induced errors well before systems are released on a widespread basis [2]. Therefore, iterative usability testing (involving observation of the interactions of representative users of HIT doing representative tasks), early and throughout the design process, is essential in order to catch potential technology-induced errors when they are easier and less costly to rectify than if they are reported on after the system is released [31]. Usability testing methods can also be applied after a system has been released. In this case, error reports are made by end users. After system release, usability testing can help to identify details of why and when a technology-induced error is occurring and can provide specific feedback to design and implementation teams about where technology-induced errors are coming from [31, 32]. Research has shown a strong relationship between the occurrence of serious usability problems and technology-induced errors, and a user-centred design approach (coupled with the use of usability engineering methods) can lead to a reduction of both serious usability problems and concomitantly technology-induced errors that might be associated with them [2].

Usability testing involves the analysis and observation of representative end users (e.g. physicians or nurses) while they carry out representative tasks (e.g. medication administration) using the HIT tool under study. In recent years, with a move towards testing systems in-situ (i.e. in real or realistic settings), the term clinical simulation has appeared [33]. Clinical simulation involves observing representative users doing representative tasks in real or representative environments and contexts of use (e.g. in a hospital setting, clinics etc.). Clinical simulations may be conducted in simulation laboratories, but may also be conducted in real settings (e.g. an operating room after hours) to increase the level of fidelity and realism. Just as results of usability testing can be fed back to improve design of HIT prior to their widespread release, clinical simulations have been found to be useful in identifying serious usability and workflow problems, including technology-induced errors [34].

1.2 Participatory Design

User involvement is essential to ensuring patient safety [35]. Participatory Design (PD) is one way of involving users and other stakeholders (e.g. administrators) as it focuses on making users participate. PD overcomes organizational barriers and establishes ownership of a design solution within an organization [36]. Three issues dominate the discourse about PD: 1) the philosophy and politics behind the design concept, 2) the tools and techniques supplied by the approach, and 3) the ability of the approach to provide a realm for understanding the socio-technical context and business strategic aims where the design solutions are to be applied [37]. A core principle of PD is that users and other stakeholders are actively participating in design activities, where they have the power to influence the design solutions, and that they participate on equal terms [37]. PD is not a predefined method, but an approach that includes a conglomerate of tools and techniques to be applied. These tools and techniques serve as ways to establish a shared realm of understanding based on knowledge of how work is carried out, and how it can be carried out in the future. They may be used as boundary objects. Among these tools are observational studies, questionnaires, diagrams, pictures, photos, interviews, workshops, role-playing and simulated environments, mock-ups and prototyping [36], as well as clinical simulation [39]. PD leads to safer HIT designs. PD’s focus on high levels of user involvement would assure the technology is fully integrated into the environment of its use. To illustrate, researchers were able to develop electronic documentation templates and overview reports that were previously rejected by end-users and hospital managers [39]. Through the use of clinical simulations and a PD approach, stakeholders were involved in the process of re-design and templates were developed that could be used across an entire region [39]. This is reflective of the research that has shown that greater user involvement in design (including use of PD) leads to improved quality of systems and fewer errors from more accurate user requirements [38].

1.3 Composable Design

Other approaches to improving the safety of HIT include the use of composable designs. Current EHRs have been made based on interaction paradigms that include a fixed location of information which must be accessed via menus and multiple screens (‘display fragmentation’) [40], with an information often organized by type (e.g. notes, laboratory results and so on, on separate screens) rather than juxtaposed for the convenience of the end-user. Rigid architectural design in which any change requires programming and thus
extra time, money, and vendor consent also makes rapid modification difficult such as in response to public health emergencies (e.g. the Ebola outbreak). Thus exposure time to suboptimal design further endangers users or patients.

A different approach which has promise to remedy some of these effects includes architectures and user interface (UI) design which are modular and user-composable (meaning that change does not require re-programming and can be done by non-programmer clinicians or administrators via drag/drop). This allows rapid response (e.g. in seconds or minutes) to new threats or discovery of HIT dangers. The ability to control information selection, arrangement, formatting, and prioritization is important to fit to actual tasks and contexts. Composable approaches allow the user to gather all information s/he considers relevant to the patient case on the same screen, as a normal part of using the system. Because screen transitions in conventional systems impose a cognitive load, this may reduce cognitive load and free users’ mental resources for clinical reasoning. When clinicians are able to do these changes software can be aligned with their deep domain and contextual knowledge. It can allow for tests of new interaction design patterns to foster data entry and review while minimizing risk of wrong entry and/or other identified design flaws [40]. Examples of this type of approach include the work of Jon Patrick [41], Senathirajah [42-44], and in a different high-stakes domain, NASA’s use of a user-composable approach for its critical mission of software control [45].

1.4 Design Guidelines
In more recent years, research evidence in the health and biomedical informatics literature has begun to accumulate. Some of this evidence suggests that the safety of specific systems can be improved. Nowhere is this more evident than in the area of user interface design. In addition to the use of user-centred, participative, and composable design approaches to improve safety, there has emerged a movement towards developing heuristics and design guidelines that are associated with safer user interface design features and functions [46]. The National Health Service has developed standards for HIT user interface design by creating a common user interface design guide. The work was done to improve the consistency of user interfaces, reduce confusion from non-standard displays of medications and numbers, and thereby improve the overall safety of HIT [47]. Other work has focused on the development of guidelines and heuristics based on published empirical research and expert panel review to create safer HIT user interfaces. Carvalho and colleagues [46] developed safety heuristics from a review of the literature on technology-induced errors. The work provides a detailed guide of specific user interface features and functions that improve HIT safety. Heuristics have been used to evaluate the safety of an EHR (as it would be done during a HIT procurement process) to provide feedback to health care organizations and vendors about the technology [46].

2 Safe HIT Implementation
In an extension of the work on safe HIT design, vendor, consulting companies, and/or healthcare organizations who are responsible for implementing HIT also have a role in ensuring that technologies implemented in healthcare settings do not introduce technology-induced errors [5,7,14,18,56]. Implementers of systems need to ensure: (1) there is a strong fit between the HIT and health care context (including other technologies used in that context), (2) there is sufficient usability and clinical simulation testing of HIT prior to full system implementation, (3) health professionals have been adequately trained, (4) the newly implemented HIT is monitored for technology-induced errors, (5) there are reporting systems available for health professionals to report on near misses and actual technology-induced errors during the implementation, (6) there are technology-induced error investigation protocols, and (7) risk management plans have been implemented.

Usability testing, clinical simulations, and techno-anthropologic approaches can be undertaken after a system has been implemented to fully describe and mitigate instances of near misses or actual technology-induced errors during and shortly after implementation.

- Usability testing of a newly implemented system can help to identify the root causes of technology-induced errors. Usability testing can be performed to describe the problem and determine the frequency of its occurrence [2, 32]. Such information would be valuable to system implementers that identify technology-induced errors during implementation. Here, the implementer can modify the HIT user interface at the organizational level, re-test it, and re-deploy the HIT with the safer user interface [2, 31].

- Clinical simulations can help implementers identify user workflows arising from the newly implemented technology that lead to a technology-induced error. Such information can be used to modify the software, lead to the use of more task-fitting hardware, and/or might lead to user training in order to enhance awareness regarding activities that might lead to a technology-induced error.

- Techno-anthropologic approaches such as rapid clinical assessment and ethnography employed shortly after implementation, where implementers directly observe user interactions with the HIT in context, can be used to improve user interfaces, training, and future implementation of the technology at other organizational sites [57, 58].

Managing technology-induced errors requires us to understand the contextual interface between human users and HIT. Poorly implemented HIT has the potential to lead to large scale errors, particularly in complex situations and contexts [59]. As outlined in the previous paragraph, usability testing, clinical simulations and/or techno-anthropologic approaches can be used to describe near misses involving technology-induced errors as well as technology-induced errors themselves. This can be done at the individual and the team levels [57, 58]. For instance, one complex situation is team-based collaborative care delivery, which is a common objective for health systems worldwide. However, a poor alignment of HIT with the work of health professional teams leads to communication issues and may introduce
3 Reporting Technology-Induced Errors

Internationally, the number of reports involving technology-induced errors is growing. Published research has documented their presence in countries such as the United States of America [6, 7, 58], United Kingdom [56], China [89] and Finland [90]. Early publications suggested that technology-induced errors represented 0.2% of all incident reports. These first studies documented the presence of these types of errors in countries that were early in HIT implementation at that point in time. In fully digitized health care systems and settings, the reported incident rate is much higher. Samaranayake et al. [89] report that 17% of all medication incidents in their health system involve HIT, and Palojoki and colleagues’ work [90] identified HIT to be involved in 8.5% of technology-induced error events in Finland where there is a fully digitized health care setting that collects data from 23 hospitals.

Technology-induced error reports can be submitted by patients, clinicians (e.g. doctors, nurses and other health professionals), health care administrators, health informaticians, and health information technology professionals. In many countries, they are often submitted alongside other types of patient safety reports and reports of adverse events (e.g. reports of patient injury due to a fall from a bed, wrong site surgery, etc.). No one country has adopted a standardized approach to collect data about technology-induced errors, but rather information about technology-induced errors is collected from information systems that typically collect data about non-technology related errors in healthcare [6]. For example, in some countries there appears to be several different types of national patient safety incident reporting systems: systems for sentinel events only (often obligatory by law), systems focusing on specific clinical domains (often voluntary), comprehensive reporting systems (which include both adverse events and ‘near misses’) [16]. As a result, each reporting system, whether it asks for voluntary reports or involves mandatory reporting, produces its own data (although there seem to be some similarities among systems in terms of the types of data collected). The main structure of a reporting system may consist of common data variables such as background information (informant, time, place, and incident type) and specific incident information (narratives for incident description, consequences for the patient and organization, and reviewer’s comprehension of how this kind of incident could be prevented). Although partly detailed, data collected by various systems has not been fully standardized and unified into categories for defining incidents internationally [17]. This lack of standardization and unification of categories leads to discrepancies and causes difficulties in creating a comprehensive representation of the phenomena of technology-induced errors: (1) prevalence variations as categories are used irregularly (mixed categories e.g. medication and communication or communication and technology), (2) incidence variations as categories are too abstract (difficulties to link the incident to a given practice due to the special language used e.g., interoperability or down time), and/or (3) organizational variations as reporting refers more to causes and contributing factors (potential lack of knowledge and skills or resources) [18, 19]. Researchers have suggested there is a need to update categories from time to time especially in connection with legislative changes [16, 20, 31]. This would support managerial work as timely data is crucial in decision-making and risk management. However, there are challenges associated with continual reporting system changes (as such changes may affect the quality of the data collected). Even so, there is a need to continually review and standardize the categories as well as educate health professionals about how to fully report on these types of errors.

3.1 Identifying Technology-Induced Errors in Incident Reports

In attempt to address the limitations associated with technology-induced error reporting, efforts are underway to use data-driven approaches to reduce or eliminate the presence of recurring events (i.e. technology-induced errors) and to share knowledge and/or solutions regarding ways in which patient safety events may be mitigated or managed [21]. Beyond the hospital level or the health care system level, Patient Safety Organizations (PSOs) in the US listed by the Agency for Healthcare Research and Quality (AHRQ) are helping healthcare providers to advance patient safety through data-driven safety improvement by aggregating event-level data. The Common Formats created by AHRQ are designed to collect and analyze event-level data in a standardized manner which helps health care providers to uniformly report on events by using both structured and narrative data through the use of generic or event-specific forms [22].

The event-specific formats have been developed for frequently occurring and/or serious events, including technology-induced errors. The structured data in the common formats, if complete and accurate, can be easily de-identified and aggregated within and across provider organizations which allows for analysis of incidents, near misses, or unsafe conditions, as well as for trending and learning the patterns of similar or recurring events at the hospital, regional, or national levels. Narrative information, though it may not be easily aggregated, is indispensable for defining or describing the causes, evidence surrounding, and patient outcomes of the events. Narrative information presented in these reports may also serve as a basis for improving structured data in the common...
formats and should help providers and PSOs reduce patient risks [23]. Efforts are being made to aggregate and understand reports including both structured data and narrative information.

To enhance the quality of reporting in terms of completeness and accuracy, text-predicting approaches have shown promising results [24]. To identify the similarity of events, K-nearest neighbour (KNN) algorithms and ontological approaches have been applied [25, 26]. Overall, the next generation of patient safety reporting systems should have the ability to gather information from previous experiences and inform subsequent action in a timely manner. Healthcare providers would utilize such an intelligent system to avoid hazardous consequences and prevent their recurrence.

### 3.2 Reporting on Technology-Induced Errors: Use of National Surveys

Although the use of incidence reports and data driven analyses can provide significant insights into the types of errors that occur and the frequency with which they occur, reports suggest that incident reporting systems may capture only a limited subset of technology-induced error events [27]. To address this issue, surveys of system users may help safety organizations to gather information about other types of technology-induced errors (not reported in incident reports). For example, Finnish researchers were able to collect data about technology-induced errors as part of a national physician usability survey [28, 29]. Survey findings revealed that HIT systems, particularly EHRs, do not support physicians’ daily work and may cause technology-induced errors. The survey findings identified that only 56% of nearly 3,700 physician respondents agreed with the statement “Routine tasks can be performed in a straight forward manner without the need for extra steps using the system” [28]. This result indicates that in order to support meaningful use, EHR systems need to be better integrated into physician work procedures, and forcing them to adapt to new processes or to perform additional tasks is not a good solution. In addition to this, findings revealed that almost half (48%) of the survey respondents had experienced a faulty system function (i.e. technology-induced error) that had caused or had nearly caused a serious adverse event for the patient [28]. The cross-sectional survey on physician’s experiences of EHR system use and usability also shows that despite the development efforts dedicated towards improving EHRs over the last few years, the situation has not improved in Finland when the survey results were compared between 2010 and 2014 [28, 29].

In summary, incident reporting and classification of incidents remain an important area of study to better understand technology-induced errors. Data driven approaches hold promise in identifying technology-induced errors as well as help to learn about the methods that can be used to mitigate them. Surveys of HIT users may provide insights into other types of technology-induced errors not reported in incident reporting systems. Surveys may also provide additional information about the extent of the problem and whether policy changes can lead to improvements in the quality of HIT.

### 3.3 Incident Reports and Usability Testing to Inform Design

Marcilly and colleagues [50] advocate the use of a two-stage evidence-based approach to improve the safety of HIT. In the first stage of the process, the researchers reviewed incident reports for safety issues associated with HIT usability. Then, they used usability testing to identify potential sources of technology-induced error. Researchers focus on the analysis of incident reports regarding health technologies has shown that approximately 8% of the problems reported are related to defects in the usability design; moreover, those usability issues were found to be four times more likely to lead to patient harm than technical issues [6].

Usability-related technology-induced errors can be avoided by integrating an evidence-based usability practice within the design/evaluation process in order to help design teams make informed decisions. Evidence-based usability practice involves “the conscientious, explicit and judicious use of current best evidence in making decisions in design of interactive systems in health by applying usability engineering and usability design principles that have proven their value in practice” [48]. Promoting evidence-based usability first requires gathering empirical data that prove or refute the value in practice of usability engineering and usability design principles. To do so, scientific and grey literature along with incident report databases must be systematically searched in order to identify instances of usability-related technology-induced errors. Then, for a given type of technology, the cases found must be analyzed and compared in a standardized manner and findings must be synthesized for designers to learn from these reports. Published research has demonstrated that there is an empirical support for usability design principles dedicated to HIT [48, 49] in the areas of medication-related alerting systems, for the electronic medical record (EMR) [51], or for CPOE [52]. Although there is a need for more research in this area [53, 54], the importance of usability to design, development, and implementation of safer HIT has been demonstrated [2, 55]. In summary, there is a growing body of literature that is demonstrating the value of incident reports in supporting the safe design of HIT.

### 4 Technology-Induced Error Analysis: Models and Methods

Technology-induced error analysis is important. When an error occurs, there exists a number of models and methods that can be used to investigate and learn from the technology-induced error. The models and methods are drawn from a number of literatures including the software engineering, organizational, sociotechnical, and human factors [69]. For example, Leveson’s System-Theoretic Accident Model and Processes (STAMP) that models the system as hierarchical control processes [70] has its origins in the software engineering literature. Each control process consists of a basic structure including a controller, the controlled process, and a set of actuators and sensors. Safety concerns are modelled as constraints associated with the controller. While this basic structure appears simplistic, it can be used to represent complex dynamic systems by (de)composing any of its components with additional control processes. For example, a
CPOE system can be modelled as a double (indirect) control loop, where the first control loop consists of a human prescriber (controller) using an order entry form (actuator) to control a patient’s care directive stored in an EMR (controlled process), while observing the patient’s health status, e.g., based on lab test results (sensor). The second control loop consists of the EMR (controller) displaying an order view to a nurse (actuator), who administers the prescribed order to the patient (controlled health process), while the patient’s health status is assessed, e.g., using laboratory tests, by another clinician who submits the results to the EMR (sensor). Additional control loops can be added to account for other aspects relevant to the safety of the CPOE system, e.g., the presence of a clinical decision support system or a hospital pharmacy system that checks for potentially adverse prescriptions. Once a system has been modelled this way, STAMP provides methods to analyze it with respect to possible safety problems. These methods are based on the use of guide words, similar to techniques used in HAZOP [74]. STAMP also includes methods for investigating the cause for specific accidents (i.e. technology-induced errors) and near misses, which generally indicate a set of missing or ineffective constraints on any of its controllers. A detailed application case study of STAMP in the context of CPOE systems has been presented by Weber et al. [75]. The method has also been used in the safety design of other medical devices [71, 73].

Other models draw on the organizational and socio-technical literature. To illustrate, Harrison et al. have proposed a similar approach to modelling systems as dynamic control loops in their Interactive Sociotechnical Analysis (ISTA) method and they placed an even greater emphasis on the socio-technical aspect of HIT systems [72]. In particular, they proposed that systems (including their technological and non-technical components) must be considered as dynamically evolving processes with mutual control influence and feedback [74, 75]. Other socio-technical models and methods that draw on this literature include: Bloomrosen et al.’s Input-output Model of Unintended Consequences [76], Kushininruk et al.’s Framework for Selecting Health Information Systems to Prevent Error [77], Sittig and Singh’s Eight Dimensional Model of Socio-Technical Challenges [78], and Ash et al.’s Thematic Hierarchical Network Model of Consequences of CPOE [79].

Lastly, human factors models and methods have contributed to our understanding of technology-induced error. The root cause analysis (RCA) is one such modeling approach/method. When conducting a root cause analysis to learn about how a technology-induced error occurs, the entire system needs to be considered [80]. The technology-induced error involving the individual and the HIT as well as any hidden system level problems that could have contributed to the event are analyzed to understand how the technology-induced error occurred (i.e. the technology-induced error occurred as an outcome of a sequence of events) [22]. The analysis should always include a RCA followed by a presentation in the form of a cause-effect diagram [80]. The London Protocol recommends performing a RCA to reconstruct and chronologically map Care Delivery Problems (CDP) and contributory factors (CF) associated with the technology-induced error [81, 82]. If medical devices or clinical information systems are involved in an incident, the linear representation of the RCA is not sufficient. In this case, it helps to explore the cause and contributing factors by repeatedly asking the question “Why (could this happen)?”. The repetition of “Why?” questions on every cause and CF often uncovers branched error-chains. Most of these chains have 5-6 elements (causes or CFs) between the incidence and the real causes (modified 5-whys – technique). For structuring and completing the causes and CF, these should be presented in a cause and effect diagram (i.e. fishbone diagram, Ishikawa diagram, or Fishikawa diagram). For this purpose, the causes and factors favoring a technology-induced error are grouped into major categories. Major categories recommended by the London Protocol are Patient, Task, Individual, Team, Environment, and Organisation and management. The categories can be modified depending on the event of a fault, the involved technology, and the employees involved. It is important that the categories for all people involved in the error analysis be comprehensible. Understanding the causes and CF based on this analysis allows for risks to be re-evaluated and measures to control risk to be developed and implemented. Other models and methods that have been used to reason about technology-induced errors from the human factors literature include: the Continuum of Methods for Diagnosing Technology-induced Errors [83], the Framework for Considering the Origins of Technology-induced Errors [14], Zhang et al.’s Theoretical and Conceptual Cognitive Taxonomy of Medical Errors [84], and Horsky et al.’s Multifaceted Cognitive Methodology for Characterizing Cognitive Demands of Systems [85].

5 HIT Risk Management

Patient safety is an ongoing hospital and regional health authority responsibility. All health organizations need to establish risk management processes. Risk management approaches should be employed when (i) new methods/configurations of HIT are introduced to a healthcare organization, (ii) there is a change in workflows arising from a new technology, (iii) a technology is being newly procured, (iv) and/or when there is a technology-induced error. A risk assessment should be carried out in case of any of these events. If the outcome of the risk assessment is not acceptable, residual risks may exist. Therefore, there is a need for risk control measures to reduce the risks to an acceptable level (see Figure 2). These may include safe design, protective technology measures, and organizational measures. When possible, structural measures should be applied to avoid risks. If structural measures are not possible, protective measures should be taken to minimize risks. If protective measures are not sufficient, then additional organizational measures need to be put in place. This may include providing information to users (or employees) about the technology and its risks. After completing an implementation and transitioning the HIT from being a project to being an integral part of supporting health professional work, all equipment, systems, and processes need to be continuously monitored for potential risks. Therefore, a continuous risk monitoring process needs to be established. This may consist of regular reviews of the current
Methods for Addressing Technology-induced Errors: The Current State

In addition to the use of risk management processes, organizational risk assessment guides and/or guidelines aimed at improving the safety and safe use of HIT after implementation can be used by organizations to support the development of a culture of safety. For example, Sittig et al. [86] developed guides for the Office of the National Coordinator (ONC) to help healthcare organizations self-evaluate safety and safe use of EHRs. The guides can be used by organizations to conduct pro-active organizational self-risk assessments to “identify specific areas of vulnerability and create solutions and culture changes to mitigate risks”. Checklists are used by clinicians, care teams, and administrative leaders to identify potential risks in their organizations. Other examples include Canada’s Health Informatics Association eSafety Guidelines [87]. Developed by a team of industry and academic experts from across Canada, the guidelines help organizations to develop a culture of safety. The guidelines describe how risk management and regulatory assessments can be introduced as an adjunct to existing organizational risk management processes.

Conclusions and Future Research Directions

Technology-induced errors remain a significant and growing concern for health informatics and biomedical informatics practitioners. Internationally, researchers are improving the evidence base for reporting and monitoring systems [16, 19-21, 23]. Other researchers are developing evidence-based methods that can be used to identify and analyze data found in reports [21, 23]. To add to this work, some technology design researchers are conducting studies that employ user-centred, participative, and composable designs to improve the quality and safety of HIT [30, 36, 43, 44]. Along these lines, safety heuristics and guidelines to improve the safety of user interface designs and software functions are being developed following the review of published literature [46, 47, 88]. Additionally, researchers have developed methods that involve the use of incident reports and usability testing to inform and improve the safety of the HIT being tested [16-23]. Research is being conducted in an effort to improve the safety of HIT with attention to systems implementation in differing contexts [34]. Here, technology-induced error models and methods drawn from the systems engineering, human factors, and organizational and sociotechnical literatures are being adapted for use in health care [70-86]. Lastly, researchers are now developing comprehensive evidence-based approaches.
to risk management tackling technology-induced errors to improve the overall safety of HIT and create organizations where there is a culture of HIT safety.

The number of advances in HIT safety research has been significant since the first documented reports on technology-induced errors in healthcare in 2005 [2-8]. In a span of six years, government and policy organizations recognized the importance of addressing this issue. Over a 10-year period, health and biomedical informatics researchers have developed and extended the evidence for addressing technology-induced errors. Today, there exist models, frameworks, methods, design, and risk management approaches that mitigate and eliminate technology-induced errors based on the research in health informatics. Organizations around the world are now implementing these models and methods [88]. According to the AHRQ, it typically takes up to two decades to begin to translate knowledge into practice – which HIT safety researchers have done in a short six to ten years since the first published reports of technology-induced errors emerged.

Even if we have seen significant advances in the research evidence and practice literature, there remains much work to be done. There is a need to study the safety of HIT used in the community. With the rise of the technology, there remains much work to be done in a short six to ten years since the first published reports of technology-induced errors emerged.

In conclusion, reports of technology-induced errors and improve HIT safety. This paper represents an additional production to this work. Our hope is to improve the quality and safety of HIT through the work conducted by researchers in this area of study.

References
13. House M, Borycki E, Kushniruk AW, Alofayan s. mHealth: A passing fad or here to stay. Telemedicine and E-health services, policies and applications: Advancements and developments 2012; Apr 30:151-73.
20. Christiaans-Dingelhoff T, Smits M, Zwaan L, Lubberding S, Van DW, Wagner C. To what extent are adverse events found in patient records reported by patients and healthcare professionals via complaints, claims and incident reports. BMC Health Serv Res 2011;11(1):49.
22. AHRQ, Common Formats. from https://www.
Methods for Addressing Technology-induced Errors: The Current State


58. Leveson N. Engineering a safer world: Systems
thinking applied to safety. MIT Press; 2011.


